
CALF(MWR1)-0005

ARCS MWR Tipping Curve Field Calibration Form  

I. Calibration information

Calibration 
Calibration 

Check
Field 

Calibration
This is a 

(check which): X
GMT Begin 

Date:
GMT Begin 

Time:
GMT End 

Date:
GMT End 

Time: ARCS #

10/19/2001 23:00 10/21/2001 1
MM/DD/YY MM/DD/YY

Instrument / System: TWP OMS Part Number(s): TWP OMS Serial Number(s):

MWR

Location         
(eg. PNNL, Manus): Participant(s): Issued by: Signature(s):

Manus

II. Initial Values 

offset -1 Level in 
Degrees ?

Date and Time 
(GMT)

Date and Time 
(GMT)

Sensor/Element: Date File number

Noise 
Diode 

Injection 
Temp. 23 

Noise 
Diode 

Injection 
Temp. 31 tnom tc23 tc31

MWR values

016

Porch

WVR-1100

Integrated water vapor comparison: MWR precipatable water 
vapor (cm)

BBSS Integrated 
precipatable water 

vapor (cm)

5.39 5.5410/19/01

10/20/01 5.702 5.64
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III. Final Values 

Date and Time 
(GMT)

Sensor/Element: Date File number

Noise 
Diode 

Injection 
Temp. 23 

Noise 
Diode 

Injection 
Temp. 31 tnom tc23 tc31

MWR values 10/19/2001 C111019.23 196.185 170.538 290 0.081 0.062

10/20/2001 C111020.23 195.857 170.527 290 0.095 0.061

IV. Calilbration Change

Sensor/Element: Date File number
Noise 
Diode 

Noise 
Diode 

Change in MWR 
values

Document(s) Referenced: Document(s) Updated:

PRO(MWR)-005.002 PRO(MWR)-005.007

Integrated water vapor comparison: MWR precipatable water 
vapor (cm)

BBSS Integrated 
precipatable water 

vapor (cm)

PROBLEMS:

NOTES:
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19-Oct 20-Oct

MWR 0-3km Ave Ave

5.404 5.3881852 5.639 5.702
5.425 5.671
5.486 5.643
5.531 5.671
5.571 5.699

5.6 5.691
5.615 5.695
5.555 5.729
5.494 5.695
5.47 5.705

5.426 5.685
5.38 5.645

5.304 5.621
5.326 5.61
5.291 5.616
5.288 5.585
5.329 5.663
5.316 5.681
5.287 5.753
5.306 5.755
5.297 5.773
5.292 5.821
5.286 5.901
5.278 5.898
5.28 5.815

5.319 5.675
5.325 5.619
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